QUALITY CERTIFICATE
Ceprudikar skocTi

Essential requirements in accordance with the Directive DIR 98/79/tC

HeobxigHi sumoru y signosigHocti 3 JUpekTuBoio 98/79/EC

The manufacturer / BupoBHuk ForaCare Suisse AG. & TaiD oc Technology Corporation
Product / Npoayxuis:

Gamma MS Blood Glucose Test Strip Lot no. /TecT -CMYMKK 417 KOHTPONIO PIBHA TAIOKO3K Y
kposi floT. N

TD21G1 1 6 -BOF

Quantity / Kinokicrb: 2660 Vi
Manufacture date / laTa BUIOTOBNEHHA o — 2021 - 07 - 1 62
Strip expiration date / Tepmin npuparnocti Tect -cmyskor . 2023 - 07 ~16 s e

The final test for accuracy / 3aKI0UHMIA TECT HA TOUHICTE:

Pass/Not Pass
3anoBinbHo./He3anoBibHO.

Requirements / Bumoru Result / Peaynprar

Measurement  limit 207600 mg/dL(1.1~33.3mmol/L)
MexKa BUMIPIOBAHHA

Number of test measurements 65
KinbRictb BUMIDIOBaHD

Linear deviation 0.8683 PASS
NixiiHe sipgxmuneHHs
Coefficient of variation 1.741 PASS
Koediyjienr sapiauil

0.9964 PASS

Correlation coefficient
KoediuieHT Kopenauii

Lot of product was tested and approved in accordance with Quality Control testing performance

criteria/ flot npoaykty Bys npoTecToBaruii | cxsanexuit BIANOBIAHO A0 KPUTEPITB AKOCTI TECTYBAHHA
KOHTPOMO AKOCTI

Signature / stemp / date M [xoes
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